A simple method of stabilizing a coronary graft onto a suction stabilizer in coronary surgery.
Because a suction-type stabilizer does not move once it is attached to the heart in either on-pump or off-pump coronary surgery, we have been using a simple method of stabilizing mammary radial, or epigastric artery grafts with a suction stabilizer in anastomosis of coronary artery grafts. This method excludes the need for assistants to hold the graft, which can bel cumbersome, thereby reducing graft movement. This experience prompted us to report this method.